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STUDIES OF CIRCADIAN CYCLES IN HUMAN SUBJECTS DURING PROLONGED ISOLATION
IN A CONSTANT ENVIRCONMENT USING EIGHT CHANNEL TELEMETRY SYSTEMS¥*

INTRODUCTION

In recent yesrs telemetry systems have been extensively used in
aerospace medicine, Cardiovascular data were monitored during F=-100
flights (1), heart rate and respiration response patterns during F-105
flights (2). Simons and Prather (3) described an improved personalized
radlo telemetry system which took into account the demends of computer
B,naly ﬁiﬂa

Telemetry of physiologleal date has been predominsntly used for in=
termittent monitoring and data acquisition. This was also the case in
American (4) and Russian space flights (5). There is a paucity of re=
ports on continuous telemetry of multiple physiological functions over
extended periods of time, covering several weeks.

r— This report presents experiences obtained with the use of 8~channel
telemetry systems in continuous simultenecus monitoring of six physiclog=
ical functions (EEQ, EKD, respiratory rate, body temperaturs, skin tem-
perature BSR) in one or two subJects during isolation experiments of two
to three weeks duration, The studies were performed under NASA Contract
R=24, to determine the extent of internal desynchronization in free running
clrcadisn cycles of physiological functions, under conditions of confine=

-nment in a constant environment such as those encountered in spaceflights

and underwater exploration.
The anormous amount of one minute daba obteined in these axfperimen'ts
required the development of special computer progrems for the correctlon

of srtifacts in belsmetered deta and for the anslysis of date to determins
pe_eriodizaiti% and phase shif4s of circadien cycles. J

METHODS

Environmentel Chanber:

A elimetized pressure~sltitude chanber was used to provide = cons“t"e‘.rg't
environment, Temperature was regulated by a thermlstor-activated pheumes=
tie instrument con‘brolling a heatingmcooling system to the chember, snd =
mainteined at 27°C + «1°% Barometric pressure wes controlled by & pneu=
mebically actlvated ventgva;l.ve. A mengitive differential pressure gauge,

¥ Bupported by NASA Contract R=24
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referenced to a constant pressure source, provided a set~point signal
to the controlling Instrument. The chanmber pressure was held at 30,560
Iinches of mercury within a stendard deviation of .004 inches, The
chember was continuously ventilated with 100 liters/min provided by a
lubricant~free air pump., Humldity was kept at 30 per cent + 5 per cent
by a pneumstlcally controlled chemical drier. Illumination was set at
&0=foot candles during the subJjects' day and during the night reduced
to about 3=~foot candles. Communication through the cheamber was by

1) one-wey sudio out of the chamber, 2) audio code into the chember,
and 3) medical~-lock written messeges.

'Physiologiaal Deta Acziuiﬂi’uionz

The followlng varisbles were continuously monitored on easch sub=
Ject: 1) core temperature (rectel), 2) surface temperature (upper
arm), 3) besal skin resistence (palm), 4) EEG (occipital), 5) respi=
ratlon, and 6) EKG. The subjects wore an FM~FM type telemetry vest
(Biometrics). The raw date were recelved at a central location outm
slde the chember for preliminary reduction and recording. The core
and surfece temperatures end the basal skin resistances were direct
enelogue slgnels which passed through low pass fillters before belng
converted to digltal form and recorded on stendard IBM cards once
every minute. These low pess filters (half power frequenay, 6(10)”3
Cps .) were necessary to minimize "ellasing" problems during subses
quent spectral snelyses. EKG snd resplratory signals were converted
to minute=rates and recorded digltelly on cerds once a minute, and
monitored graphically every 15 minutes for a duration of two minutes.
EEG slgnals were also graphlcally monltored every 15 minutes. More=
over, baseline crossings (indlcation of prominent EEG frequency) and
averaged amplltude were dlgltally recorded every minute. Flgure 1
shows a block dlsgrem of the total telemetry system which conslsted
of two elght~channel systems (Blometrics). The sensor and transmitter
unite worn by the individual subJjects ere displeyed in Figure 2.

FROBELEME ENCOUNTERED
Eleatrodes!

Eleotrodes are known to deteriorate very rapldly within hours,
We employed eleatrodes of the fluld type, which provide a low elec=
trode lmpedence, 8uch eleotrodes hed been succesefully used in the
NASA Mercury program (6)., They consisted of earefully ehlerided silver
discs enclosed in en inert plastie holder with a layer of medified
bentonite eleetrolyte between the eup and the skin of the subject,
The sdvantage of these electrodes were that they hed speelel prepered
surfaces that did net tend to polerize and secondly, the elestrolytie
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E.mcu.o 2 -~ Two mﬁ.gmo&m wearing eight channel telemetry packs AwHoBmdu.womT
EEG (2), EXG, RESPIRATORY Rate, Body temperature, Skin temperature,
BSR, Voice. .The transmitters fit into the front pocket, the batteries

into the .E.am.na pockets,



part used was isotonic and less prone to cause gkin irritation.
These electrodes lasted up to six or seven days, depending on the
application. In the case¢ of EEG electrodes, the useful time was
somewhat shorter since the very low potentials were affected earlier
by the slowly charging resistance of the electrodes, This deterio-
ration prompted us to implant silver wires in subsequent experiments
and we found them to last 10=~12 days. The limitation of the silver
or platinum wire method lies in the eventual tissue rejection,

‘Teads:
Lo

The second problem of the telemetry system consists of fatiguing
and breaking of electrode wires, particulasrly of those electrodes
whose connections are exposed to constant movement (EKG, BSR, palm
electrodes), For this reason, we obtained special fatigue resistant
wire, furnished by Cyanamid. This wire consists of 40 strands of
extremely fine wire, copper wire, sufficient to make the gauge a
standard 22.

Long term continuous use of telemetry equipment presents the
obvious problem of obtaining routine calibrations. A decision must
be made whether, at some point, it is suitable to interrupt the ex-
periment in order to carry out recalibrations.

Signal Conditioner:

The type of data analysis determines what kinds of analog signal
conditioning 1s to be done to the telemetry data. Rate information
was desired from the EXKG signals and the respiratory signals. This
rate information was obtained by counting both EXG, BSR complexes
-and the number of inspiration signals during one minute and recording
Yhis information. It was desired to obtain an estimate of the prom=
inent EEG freguency. The most expedient method was simply to count
the number of EEG baseline crossings in one minute. The average of
the EEG signal was obtained by integration of the signal for one
minute. Surface temperature, core temperature and basal skin re-
sistance were recorded essentially unmodified, The sampling theory
of data analysis required that frequencies which were greater than
half the sampling interval be attenusted, For this purpose, specilal
low pass filters have been used having a time constant of three min~
utes, The signal condltionlng equipment was developed locally and

worked out very well,

Data Transmission Equipment:

The output of the signal conditioning equipment was multiplexed
and converted to a digital format for punching with a standard IBM

9—5)-’-



card punch, The enalog digitel converter was furnished by Gulton In=
dustries, Inc. The card punch was the weskest link in the dats re-
cording system, Relileble card punching represents & major problem
for continuous long=durstion experiments. In order to verify the ac~-
cursey of the card punched data, messurements were graphically re=-
corded every fifteen minutes for & period of one minute with an Offner
dynogreph., Under our conditions, the use of the punch~card system wes
necessary becsuse the exlsting computer faecilities had only punch=card
input. Otherwlse, it would have been more feaslble to use punched
peper tepe, or megnetic tepe.

Corrections of Artifacts in Telemetered Detas:

Seversal computer programg were developed to locate and correct
meny of these errors. One program corrected mechenicel cerd~punching
errorsy such as false column registretion, card order, etc. A second
correction program detected errors in telemetry signal, e.g., loss of
slgnels or loss of electrode contact. The dete had to meet two conm-
ditions, 1) they had to be within a reasonsble physiologlcel range,
and 2) the data could not displey unphyslologically fast chenges.
Certeln types of errors could be corrected by & lineer epproximstion.
The corrected dete and time informetlon were pleced in stenderd binery=-
teape flles.

SubJects:

Extended experiments of this type put greet demends on the sub=-
Jects, They must be highly motiveted, intelligent and thoroughly sac=
queinted with the experimentel plen end, furthermore, must be able to
meke minor repelrs to telemetry equipment during the experiment. Our
subJects consisted of medicel students who perticipeted in the Nevy's
Reseerch Clerkshlp Progrem, end reseerch personnel.

‘Date Anelysis for the Study of Cilrcadlen Cycles:

The finished telemetry dete stored on megnetic tape wes first
plotted by the computer., The plots were then inspected to determine
obvlous ertifects in the date, Verious scute=correletion esnalyses
were performed to meke estimetes of the prominent low-frequencies in
the dete. The most successful eutomcorreletion eanelyses wes based on
e compromise three=day overlapping enelysess As phase informetion is
inherently lost by this technique, & cross=correletlon method was de=
veloped to determine the phase shift of the ocircadisn perilodicitles.
This wes done by orossmcorrelating the dete with a syathetized 24=hour
periodielty of knewn emplitude and phase, Ageln, the analysed duration
was three deys 1ln overlepping intervals.
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RESULTS AND DISCUSSION

In the following, a few examples are given showing acquisition
and analyses of telemetry data from subJjects who were confined for
long periods.

Figure 3 exhibits the telemetered core temperature data of two
subjects. Following isolation in a constant environment, the sleep-
wakefulness cycle shifts regularly about 1-2 hours per day, as indi-
cated in the shift of the black bars denoting the sleep period. The
circadian cycles of body temperature shift correspondingly. Under
these conditions, in which the subJjects retained their normsl pattern
of physical activity in isolation, all of the measured circadian cycles
of physiological functions were synchronized with the sleep-wakefulness
cycle.

Figure 4 exhibits the results of a three-day overlapping auto=-
correlation analysis of respiratory rate in a subject confined for
12 days in a constant environment. It can be seen that the 24-hour
component (within the low frequency band 18-48 hours) of the spectrum
analysis decreases during the first days of isolation while the 5=7
hour frequencies increase. This indicates that the stress of isola-
tion produces a marked change in the temporal order of freqpen01es
underlying the cycles of physiclogical functions.

Figure 5 gives an example of cross-correlation analysis of body
temperature from one subject with a synthesized 24-hour periodicity
of known amplitude and phase. The body temperature did not follow
the phase shift of the sleep-wakefulness cycle indicating a desyn-
chronization of physiological functions. These findings, which are
in contrast to those shown in Figure 3, were obtained in a subject
whose physical activity was greatly reduced during isolation in a
constant environment. It appears that physical activity has a coor= .
dinating influence on the cycles of physiological functions.

T
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Figure 5 - Comparison of PHASE SHIFTS of WAKE-SLEEPING cycle and body
temperature cycle during isolation in a constent environment
under conditions of reduced physical activity. (1) Normalized
phase of wake-sleeping cycle based on the waking time of the
second dsy of a three-dsy overlapping enalysis, (2) Spectrally
calculated phase relstion of body temperature to a 24-hour
sinusoid. v
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